An Elaborate Data Set Characterizing the Mechanical Response of the Foot

Technical Brief

Version 1

Ahmet Erdemir\textsuperscript{1,2}, Pavana A. Sirimamilla\textsuperscript{1,3}, Jason P. Halloran\textsuperscript{1}, Antonie J. van den Bogert\textsuperscript{1}

\textsuperscript{1}Department of Biomedical Engineering, Cleveland Clinic, Cleveland, OH 44195, USA
\textsuperscript{2}Computational Biomodeling Core, Lerner Research Institute, Cleveland Clinic, Cleveland, OH 44195, USA
\textsuperscript{3}Mechanical and Aerospace Engineering Department, Case Western Reserve University, Cleveland, OH 44106, USA

submitted to the Journal of Biomechanical Engineering

March 13, 2009

Corresponding Author:

Ahmet Erdemir, PhD
Computational Biomodeling Core
Department of Biomedical Engineering
Lerner Research Institute, Cleveland Clinic
9500 Euclid Avenue, Cleveland, OH 44195, USA

phone: +1 (216) 445 9523
fax: +1 (216) 444 9198
e-mail: erdemira@ccf.org
Abstract (385 words)

**Background.** Mechanical properties of the foot are responsible for its normal function and play a role in various clinical problems. Specifically, we are interested in quantification of foot mechanical properties to assist the development of computational models for movement analysis and detailed simulations of tissue deformation. Current available data are specific to a foot region and the loading scenarios are limited to a single direction. A data set that incorporates regional response, to quantify individual function of foot components, as well as overall response, to illustrate their combined operation, does not exist. Furthermore, combined three-dimensional loading scenarios while measuring the complete three-dimensional deformation response are lacking. When combined with an anatomical image data set, development of anatomically realistic and mechanically validated models becomes possible. Therefore, the goal of this study was to record and disseminate the mechanical response of a foot specimen, supported by imaging data.

**Method of Approach.** Robotic testing was conducted at the rear foot, forefoot, metatarsal heads, and the foot as a whole. Complex foot deformations were induced by single mode loading, e.g. compression, and combined loading, e.g. compression and shear. Small and large indenters were used for heel and metatarsal head loading; an elevated platform was utilized to isolate the rear foot and forefoot; and a full platform compressed the whole foot. Three-dimensional tool movements and reaction loads were recorded simultaneously. Computed tomography scans of the same specimen were collected for anatomical reconstruction a-priori.

**Results.** Three-dimensional mechanical response of the specimen was nonlinear and viscoelastic. A low stiffness region was observed starting with contact between the tool and foot regions, increasing with loading. Loading and unloading response portrayed hysteresis. Loading range ensured capturing the toe and linear regions of the load deformation curves for the dominant loading direction, with the rates approximating those of walking.

**Conclusion.** A large data set was successfully obtained to characterize the overall as well as regional mechanical response of an intact foot specimen under single and combined loads. Medical imaging
complemented the mechanical testing data to establish the potential relationship between the anatomical architecture and mechanical response, and for further development of foot models that are mechanically realistic and anatomically consistent. This combined data set has been documented and disseminated in the public domain to promote future development in foot biomechanics.

5 **Keywords:** foot biomechanics, heel, metatarsal heads, tarsometatarsal joint, arch properties, plantar tissue deformation
Introduction

The foot is the interface between the body and ground or footwear during locomotion, and undergoes large loads and deformations. Knowledge of its mechanical response potentially elucidates the causative factors of mechanical dysfunction as a result of abnormal tissue structures and mobility of foot joints. Description of foot mechanics also forms the basis to establish its representation in computational analysis that focus on the investigation of human movement [1]. In a similar manner, predictive exploration of foot disorders [2] and therapeutic or performance related interventions, applied to the foot or its components [3], is possible.

The passive load-deformation behavior of the foot is dictated by plantar tissue properties and the properties of foot joints. Numerous studies have been conducted to investigate the overall stiffness of the foot and the arch [4]. Structural testing studies also quantified stiffness properties of various foot joints [5]. Testing of intact regions of the foot, e.g. heel [6,7], identified regional response due to the underlying plantar tissue. Mechanical loading of tissue samples extracted from the heel [8] or the forefoot [9] aided in reconstruction of material models for plantar tissue [9,10]. The majority of previous studies tested only the region of interest, it being the whole foot [4,11], the heel [12] or forefoot [13], in isolation. Characterization of a foot, including its overall response and the response of its key individual components, is lacking. Loading modes were also limited to a single direction, commonly compressing the tissue [8,9] or the foot [7,11]. While this approach establishes foot response in a dominant loading case of daily activities, three-dimensional representation of foot stiffness and the material properties of its tissues can be critical for predictive purposes [14,15].

Association of the anatomical details of the foot to mechanical data is also important from a modeling perspective. The value of such an association has been recognized [13], yet, a comprehensive testing scheme has not been employed. Anthropometric data, relative joint positions, and regional description of tissue stiffness, for example, are critical to build realistic and validated models of the foot for gait analysis [16] and musculoskeletal simulations [17]. Tissue level geometric detail when supported by mechanical response
An Elaborate Data Set Characterizing the Mechanical Response of the Foot

obtained using the same foot is indispensable to realize accurate models for finite element analysis [18-21]. It is common that in many foot models[2,18-20], the source of structural and/or material properties does not match that of the anatomical reconstruction.

Our goal was to quantify the detailed mechanical response of a foot, supported by medical imaging for anatomical reconstruction. In the spirit of similar studies conducted for musculoskeletal simulations [22-24], this data set is also targeted to become a reference while building foot models representative of its mechanical response. Portrayal of intact response was aimed rather than testing of regions in full isolation, in order to recognize the potential to establish contribution of individual regions to the foot's overall response. Rear foot testing was aimed to record plantar tissue response whereas forefoot testing was targeted at measuring overall deformation characteristics of the arch. Loading of metatarsal head regions provided mechanical response of the individual rays of the foot. Whole foot deformations quantified foot mechanics as a complete entity. The final objective of this work was to disseminate the data set in full detail, with the intent to expedite prospective studies in foot biomechanics.

Methods

The specimen was a right foot from a male Caucasian donor (Fig. 1-A). At time of death, the age of the donor was 58 years; body weight and height were 79.4 kg and 1.73 m, respectively. Foot length was 0.24 m, measured from the posterior aspect of the heel to the tip of the second toe. Foot width was 0.09 m and its height was 0.08 m. The width of the foot corresponded to the distance between the medial aspect of the first metatarsal head and the lateral aspect of the fifth metatarsal head. Foot height was measured when the foot was resting on its own weight, from resting surface to the superior aspect of the navicular.

Prior to mechanical testing, computed tomography scans were obtained while the foot was resting on its own weight on a flat surface (Fig. 1-B). Before imaging, a registration phantom was screwed in the talus. The phantom was made out of Plexiglas and filled with water with the intent to register anatomical images with coordinate systems of mechanical testing. Axial images (a total of 288) were recorded using a Siemens...
computed tomography system (SOMATOM Sensation 64, Siemens Medical Solutions USA, Inc., Malven, PA, USA) at a resolution of 512 x 512 pixels. The pixel size was 0.365234 mm and the spacing between the images was 1 mm. In this study, the three-dimensional visualization of computed tomography scans (Fig. 1-C,D) were accomplished with VolSuite (http://www.osc.edu/archive/VolSuite/).

Mechanical testing was conducted on a six degree of freedom parallel robotic system (Rotopod R2000; Parallel Robotic Systems Corp., Hampton, NH, USA) controlled with stepper motors (Fig. 2-A). The robot base contained a stationary coordinate system \( R \) and the platform of the robot had a moving coordinate system \( P \) relative to the base (Fig. 2-A). At a zeroed state, approximately at the midpoint of the range of the robot, these coordinate systems were coincident and aligned at the center of the platform. Z-axis pointed upwards, and x- and y-axes defined the plane of the platform. The range of motion of the robot was \( \pm 0.1 \) m in x- and y-axes with a rotation capacity of \( \pm 10 \) degrees. In z-axis the range was \( \pm 0.1 \) m and \( \pm 720 \) degrees. Factory specified movement accuracy of the robot was 50 \( \mu \)m, with a repeatability of 25 \( \mu \)m [25]. The desired robot trajectory (position and orientation) was provided at a sample rate of 50 Hz and recorded.

The reaction forces and moments, generated on the specimen during the experiments, were recorded using a spatial load cell (Theta, ATI Industries Corp., Apex, NC, USA). The load cell was attached to the main frame of the experimental setup, with the origin of its coordinate system \( L \) at the transducer center and orientation was as illustrated in Figure 2 based on the description of the supplier. The load cell had 0.5 N (1.1 N in z-direction) and 0.07 Nm force and moment measurement resolutions, respectively. During experimentation, load cell data was recorded at a sampling rate of 1000 Hz.

For experiments, the foot was first prepared by removing excess tissue around the talus (Fig. 1-A). Talus and calcaneus were fixed relative to each other by passing screws through both. In following, the superior part of the rear foot was firmly attached to an aluminum fixture, using denture base and repair resin (NATURE-CRYL \(^\text{\textregistered}\) POUR, GC America, Inc., Alsip, IL, USA). An aluminum support rod attached the fixture to a steel load cell interface component (Fig. 2-A).
Various tools were placed on the robot platform to test desired regions of the foot, or the whole foot (Fig. 2-A). For indentation, large and small steel spheres were used (0.0254 m and 0.0127 m in diameter, respectively). Rear foot and forefoot isolation was accomplished with an elevated platform with the dimensions of 0.086 m x 0.051 m x 0.151 m (width x height x length). A full platform effectively covered the surface of the robot platform to facilitate whole foot testing. For the indenters, y-axis of the tool coordinate system \( T \) was parallel to the z-axis of the platform coordinate system and the origin was located at the tip of the indenter. For the elevated platform, origin of the tool coordinate system was at the corner of the tool, y-axis in parallel with the z-axis of the platform coordinate system, x-axis along the width and z-axis along the length of the tool. For the whole platform, origin of the tool coordinate system was an arbitrary point and the y-axis was in parallel with the z-axis of the platform coordinate system.

A three-dimensional digitizer (Microscribe G2L; Immersion Corp, San Jose, CA, USA; 130 \( \mu m \) resolution, 430 \( \mu m \) accuracy) was used to establish transformation matrices obtained from the relative position and orientation of stationary coordinate systems [25,26]. For this purpose, points were sampled on the robot, platform, load cell and tools in the digitizer coordinate system \( M \) [25,26]. As the platform position and orientation was prescribed by the robot, utilization of these transformation matrices allowed tool position and orientation as well as load cell measurements to be represented in any desired coordinate system. The digitizer was also utilized to record points on the anterior, superior and lateral surfaces of the registration phantom for alignment with the computed tomography coordinate system. In addition, four anatomical landmarks were collected on the foot: posterior aspect of the heel approximately at the calcaneal tuberosity, tip of the second toe, medial aspect of the first metatarsal head, and lateral aspect of the fifth metatarsal head (Fig. 2-B). These points establish an anatomically relevant coordinate system and also aid in registration between imaging and mechanical testing data.

Mechanical testing protocols, in particular control of robot trajectory and data collection, were implemented through a custom software written in LabView (National Instruments Corp., Austin, TX, USA).
Mechanical testing was conducted on the rear foot, forefoot, metatarsal heads, and the whole foot, using aforementioned tools (Table 1). Two types of loading scenarios were commonly applied. In a compression dominant test, the tool was pressed against the region of interest along a superior direction. A combined loading test compressed the region with the tool up to a specified point, followed by a shear displacement at that level to induce multimodal loading. Target position of the tool was identified for a desired force accumulation by moving the robot at a slow loading rate (0.01 m/s). Once determined, the tool was moved to that position at a speed of 0.04 m/s to approximate lifelike loading rates [27,12]. Ten cycles were employed, during which the tool was retracted to unload the foot region. This study reports sample data sets extracted for the tenth cycle and presented in the load cell coordinate system (Fig. 2-B). All load cell data are raw, while the tool position and orientation data were resampled at 1000 Hz using Matlab (Mathworks, Inc., Natick, MA, USA).

**Results**

Computed tomography provided a clear differentiation of the soft tissue boundary of the foot (Fig. 1-B) and its bones (Fig 1. D). Rear foot and forefoot were tested under single and combined loading schemes using multiple tools, with forces sometimes exceeding half body weight (Table 1). Metatarsal head testing focused on indentation, whereas whole foot testing included compression up to one body weight (Table 1). The time history of the loading scenarios illustrated the evolution of reaction forces and moments as the tool was positioned to interact with the foot (Fig. 3). In combined load cases, a coupled loading response was apparent as illustrated for rear foot compression and shear (Figs. 3-A & 4). Even in a single loading case, when the tool was moved in a dominant direction, coupling was observed, potentially due to coordinate system selection and the relative alignment of the foot and load transducer (Fig. 3-B). For forefoot regions and the metatarsal heads, the response was a function of tissue deformation and arch stiffness. It is likely that this response was dictated by the tissue at low forces and the tarsometatarsal joint properties at higher forces (Fig. 3-B). In all tests, the mechanical response was nonlinear and exhibited hysteresis (Fig. 4).
Discussion

The mechanical response of a cadaver foot was documented in detail, which includes the global as well as regional tissue responses for specific regions of the foot. Deformation was induced through single and combined loading modes, using multiple tools, at rates representative of daily locomotion. Regional response was qualitatively similar to those obtained previously, e.g. for the heel [6]. To expedite foot biomechanics research, the data are provided in full, freely accessible through the means described in the Appendix.

An apparent limitation of the study was the constriction of the data to a single specimen. The extent of the viscoelastic response was limited to the loading and unloading cases as we did not conduct standardized tests to adequately characterize such behavior [28]. Yet, the loading rates and scenarios utilized were representative of daily locomotion [27]. Apart from these limitations, the range of mechanical loading and the regions tested for this single foot were extensive. Complementing the mechanical response with anatomical imaging also opens many future possibilities. A certain limitation in previous computational studies [29-31], even those conducted on the foot [32], was the lack of specimen specific mechanical data, from which model parameters, e.g. material coefficients, can be estimated, and by which simulation results are validated. This study overcomes these limitations by providing data from both of these domains to build anatomically realistic and mechanically consistent models of the foot.

In an attempt to illustrate tool path relative to the computed tomography scan of the foot, a registration between mechanical testing data and the image set was conducted using a rigid body transformation [33]. The process utilized anatomical landmarks of the foot collected during testing and also extracted from the image sets using VolSuite (http://www.osc.edu/archive/VolSuite/). In following, different tool trajectories were overlayed on a volumetric reconstruction of the computed tomography data using VolSuite (Fig. 5). While this process can employ the registration phantom, using foot landmarks accommodates potential differences between relative forefoot and rear foot position in imaging and mechanical testing. With the advent of inverse analysis techniques utilizing anatomically detailed models obtained from such image sets [34], the loading data can be
used to estimate plantar tissue properties and deformation characteristics of the joints at the arch of the foot.

Our future work will benefit from this data set to establish comprehensively validated, anatomically detailed, and mechanically representative models of the foot using finite element analysis. The present work was limited to the passive properties of the foot. We envision that muscle function can be represented by additional line elements, in which force is generated by mathematical models of muscle contraction, e.g. [1]. The combination of both techniques will allow musculoskeletal movement simulations and for the investigation of foot tissue and joint deformations [35]. Dissemination of the whole data set will hopefully facilitate investigators in foot biomechanics to take similar paths to accommodate their research needs.

**Acknowledgment**

The authors are thankful for the efforts of Joshua Polster, MD, of Diagnostic Radiology, Cleveland Clinic, who made computed tomography scanning possible. Robb Colbrunn, MS, of Musculoskeletal Robotics and Mechanical Testing Core in the Department of Biomedical Engineering, Cleveland Clinic, provided expertise on robotic testing. The study was funded by the NIBIB, NIH grant 5R01EB006735, in collaboration with Simbios, NIH Center for Biomedical Computation at Stanford University. The testing facility was partially supported by the NIAMS, NIH Core Center Grant 1P30AR050953.

**References**


An Elaborate Data Set Characterizing the Mechanical Response of the Foot


An Elaborate Data Set Characterizing the Mechanical Response of the Foot


**Appendix**

Full data set, including mechanical testing and computed tomography, is freely accessible in the 'Downloads' section of the project web site, https://simtk.org/home/multidomain (last accessed March 13, 2009).

Alternatively, interested parties can contact the authors to receive a freely available and open copy of the data set.
Figure 1. A. The foot specimen used for mechanical testing and anatomical imaging. B. A cross sectional image at the level of mid metatarsals as obtained from computed tomography. C. & D. Volumetric reconstruction of computed tomography scans for the foot boundary and the bones.

Figure 2. A. Experimental setup illustrating assembly of all testing components and the foot, with their associated right-handed coordinate systems (R: robot; P: platform; T: tool; L: load cell; M: Microscribe three-dimensional digitizer, Immersion Corp. San Jose, CA). B. Anatomical landmarks digitized on the foot in relation to load cell coordinate system. This coordinate system was used to report foot loading and tool movement data.

Figure 3. Time history of foot loading and tool movements presented in the load cell coordinate system. Loading corresponds to reaction forces and moments recorded at the origin of the load cell coordinate system. Kinematics describes the position and orientation of the tool coordinate system relative to the load cell coordinate system. A. Rear foot compression and shear using the elevated platform. B. Indentation of the second metatarsal head region using a small indenter (12.7 mm diameter).

Figure 4. Reaction forces against tool position. This representation of data from rear foot compression and shear, as applied by the elevated platform, points out the nonlinear nature of foot deformation characteristics. Hysteresis is noticeable as illustrated by the differences in loading and unloading patterns. Tool movement in the shear direction was applied at a fixed tool position in the compression direction. Reaction moments and tool orientation were not shown since tool orientation was kept constant during the test. All data were represented in the load cell coordinate system.
Figure 5. Tool trajectories overlayed on volumetric reconstruction of computed tomography data. Paths of the large indenter (25.4 mm diameter) during rear foot compression and shear and the small indenter (12.7 mm diameter) during compression of the first metatarsal head region are illustrated. Registration between mechanical testing data and computed tomography scans was accomplished using anatomical landmarks measured during robotic testing and extracted from images as well.
An Elaborate Data Set Characterizing the Mechanical Response of the Foot

Figure 1
Figure 2
An Elaborate Data Set Characterizing the Mechanical Response of the Foot

A.

B.

Figure 3
Figure 4
Figure 5
Table 1. Mechanical tests conducted on the foot specimen. Mode denotes dominant loading direction induced by tool movement. EP: elevated platform; SI: small indenter; LI: large indenter; FP: full platform. C: compression; CS: compression + shear. Range (min / max) corresponds to the reaction loads measured at the origin of the load cell coordinate system. Whole foot loading data sets involve multiple orientations of the tool relative to the foot. All data were represented in the load cell coordinate system.

<table>
<thead>
<tr>
<th>Region</th>
<th>Tool</th>
<th>Mode</th>
<th>Loading Ranges</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
<td>$F_x$ (N)</td>
</tr>
<tr>
<td>Forefoot</td>
<td>EP</td>
<td>CS</td>
<td>-24.8 / 2.3</td>
</tr>
<tr>
<td>Forefoot</td>
<td>EP</td>
<td>CS</td>
<td>-29.9 / 1.4</td>
</tr>
<tr>
<td>Forefoot</td>
<td>EP</td>
<td>CS</td>
<td>-67.2 / 1.8</td>
</tr>
<tr>
<td>Forefoot</td>
<td>EP</td>
<td>C</td>
<td>-29.8 / 1.8</td>
</tr>
<tr>
<td>Forefoot</td>
<td>EP</td>
<td>C</td>
<td>-79.6 / 1.3</td>
</tr>
<tr>
<td>Metatarsal Head 1</td>
<td>SI</td>
<td>C</td>
<td>-1.3 / 1.9</td>
</tr>
<tr>
<td>Metatarsal Head 2</td>
<td>SI</td>
<td>C</td>
<td>-0.7 / 3.3</td>
</tr>
<tr>
<td>Metatarsal Head 3</td>
<td>SI</td>
<td>C</td>
<td>-2.0 / 2.5</td>
</tr>
<tr>
<td>Metatarsal Head 4</td>
<td>SI</td>
<td>C</td>
<td>-4.1 / 1.7</td>
</tr>
<tr>
<td>Metatarsal Head 5</td>
<td>SI</td>
<td>C</td>
<td>-10.0 / 1.4</td>
</tr>
<tr>
<td>Rear foot</td>
<td>EP</td>
<td>CS</td>
<td>-4.1 / 1.2</td>
</tr>
<tr>
<td>Rear foot</td>
<td>EP</td>
<td>CS</td>
<td>-10.5 / 0.8</td>
</tr>
<tr>
<td>Rear foot</td>
<td>EP</td>
<td>C</td>
<td>-2.7 / 1.2</td>
</tr>
<tr>
<td>Rear foot</td>
<td>EP</td>
<td>C</td>
<td>-8.6 / 1.5</td>
</tr>
<tr>
<td>Rear foot</td>
<td>EP</td>
<td>C</td>
<td>-16.0 / 2.4</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>CS</td>
<td>-10.6 / 1.2</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>CS</td>
<td>-66.7 / 1.3</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>C</td>
<td>-5.5 / 1.2</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>C</td>
<td>-21.8 / 0.8</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>C</td>
<td>-21.8 / 2.9</td>
</tr>
<tr>
<td>Rear foot</td>
<td>LI</td>
<td>C</td>
<td>-36.6 / 0.8</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-8.1 / 1.7</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-35.4 / 1.3</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-1.0 / 30.5</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-35.0 / 1.9</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-7.1 / 2.5</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-60.1 / 0.9</td>
</tr>
<tr>
<td>Whole foot</td>
<td>FP</td>
<td>C</td>
<td>-124.5 / 1.3</td>
</tr>
</tbody>
</table>